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Abstract The Cryogenic Dark Matter Search (CDMS) utilizes large mass, 3" di- 
ameter x 1" thick target masses as particle detectors. The target is instrumented 
with both phonon and ionization sensors and comparison of energy in each chan- 
nel provides event-by-event classification of electron and nuclear recoils. Fiducial 
volume is determined by the ability to obtain good phonon and ionization signal at 
a particular location. Due to electronic band structure in germanium, electron mass 
is described by an anisotropic tensor with heavy mass aligned along the symmetry 
axis defined by the [111] Miller index (L valley), resulting in large lateral com- 
ponent to the transport. The spatial distribution of electrons varies significantly 
for detectors which have their longitudinal axis orientations described by either 
the [100] or [111] Miller indices. Electric fields with large fringing component 
at high detector radius also affect the spatial distribution of electrons and holes. 
Both effects are studied in a 3 dimensional Monte Carlo and the impact on fiducial 
volume is discussed. 
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1 Introduction 

The present generation of CDMS 12 detectors, deployed at the Soudan Under- 
ground Laboratory, are made of high purity germanium crystals with longitudinal 
axis and major alignment flat orientation defined by [100] and [110] Miller in- 
dices respectively 3 . The detectors are 3 inches in diameter and 1 inch thick with 
a total mass of about 607 grams. One of the next phases of the CDMS experiment 
will be deployed in SNOLAB in Sudbury, Canada. In this phase of the experiment 
we are targeting larger 100 mm diameter, 33 mm thick detectors with interleaved 
ionization channels 4 5 . Due to details in the electron charge transport we are con- 
sidering the use of [1 1 1] oriented detectors with [211] flats. It is the difference in 
the detector response for these two crystal orientations and the effect on fiducial 
volume which is the focus of this paper. 



2 Charge Transport 

Electron transport is described by a mass tensor, leading to electron transport 
which contains components oblique to the applied field 67 8 and is necessary to 
explain and interpret signals in the primary and guard-ring ionization channels 
which function as a fiducial volume cut. Germanium has an anisotropic band 
structure described schematically in Figure [T] At low field, and low temperature, 
germanium's energy band structure is such that the hole ground state is situated 
in the F band's [000] location and the electron ground state is in the L-band 
[111] location^. Hole propagation dynamics are relatively simple due to propa- 
gation in the F band and the isotropic energy-momentum dispersion relationship 
£/7o/e(k) = h 2 k 2 /2m. Electron propagation dynamics are significantly more com- 
plicated due to the band structure and anisotropic energy-momentum relationship. 
At low fields and low temperatures, electrons are unable to reach sufficient en- 
ergy to propagate in the F or X-bands, and are not considered in the Monte Carlo. 
The electron energy-momentum dispersion relationship is anisotropic and given 
by Zeiectronfc) = ft /2(^/w|| + tij_/m±), where the longitudinal and transverse 
mass ratio m\\Jm±_ ~19.5. Modeling of the transport processes is complicated by 
anisotropy and is handled in the Monte Carlo by a Herring- Vogtl^EI transforma- 
tion. 

For a [100] oriented crystal with field in the z = [100] direction, the charges 
will propagate in four different lobes, each 33 degrees from the z axis. For a [1 1 1] 
oriented crystal with field in the z = [1 1 1] direction, one lobe will propagate along 
the z axis while the other three propagate 1 8 degrees from the z axis. The tighter 
spatial distribution of electrons in the [111] oriented crystal would seem to make 
this detector type more favorable with less electrons propagating into the side 
walls and producing a non-bulk detector response, however this benefit is not 
borne out for two reasons. First, at high radius there are large fringing compo- 
nents to the electric fields which tend to also drive charge carriers (regardless of 
crystal orientation) into the side walls. Second, in the [111] oriented crystal, the 
[111] valley has light mass in the orthogonal directions and the fringing fields re- 
sult in lateral transport towards the detector side walls. A Monte Carlo of charge 
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Fig. 1 Germanium band structure showing the hole ground state, F band and electron ground 
state L bands. 

transport with an accurate electric field model is required to understand the trade- 
offs between these effects in the different crystal orientations. 

A map of the electric potential is shown in Figure [2] for a 100 mm diameter, 
33.33 mm thick iZIP detector, the largest detector size that we are targeting for the 
CDMS-SNOLAB phase of the experiment^. It is noticed that there is a signifi- 
cant horizontal component to the gradient (electric field) which results in lateral 
transport of charges into the detector's sidewall. 

iZip 100mm, 33.33mm, 8mm Cu can 
propagation, ±2 V, y=0 mm 




x [mm] 

Fig. 2 Electric potential for a 100 mm diameter, 33.33 mm thick iZIP detector. The detector is 
biased at ±2 V but the color scale in the plot is ± 1 V to emphasize the fringing fields at high 
radius. 

Monte Carlo were run with combinations of detector dimension, crystal ori- 
entation and germanium-encasing copper structure distance as shown in Tabl^T] 
The Monte Carlo results were then processed in the CDMS Analysis Package in a 
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fashion identical to data from the experiment. A part of that analysis involves im- 
posing fiducial volume cuts and determining the ionization collection efficiency. In 
the WIMP search mode, the ionization to phonon energy ratio is used to discrimi- 
nate between gamma and neutron events where neutron recoils produce about 1/3 
the ionization to phonon ratio as gammas of the same energy^. For gamma recoils 
the charge collection efficiency is < 1 in some regions of poor detector response 
near the detector surfaces. It is critical that the fiducial volume cuts eliminate re- 
gions of reduced charge collection to ensure that background gamma events do 
not leak into the nuclear recoil signal region. This fiducial volume is defined such 
that there is no signal in the outer charge guard rings (or more precisely, the outer 
channels' signals are consistent with noise) in either the top or bottom charge 
channels. Additionally, there is a requirement that the signals in the top and bot- 
tom charge channels are within 4.5-5.6% of each other (depending on the detector 
geometry), indicating an interaction in the detector bulk. 

The interaction location for 10,000 gamma events is shown in Figure [3] where 
the color of each point represents the charge signal amplitude. Events at large ra- 
dius or near the top or bottom detector faces result in a reduced charge signal am- 
plitude as discussed earlier. The symmetry cut itself is very effective at removing 
low-charge events near the top and bottom channels, by design. The symmetry cut 
is also effective at removing low-charge events at large radius since usually only 
one carrier type will trap on a sidewall and result in an asymmetric signal. The 
exception is however near mid elevation where both carrier types trap on the side- 
wall with similar losses and these low-charge events leak past the symmetry cut. 
These large radius events do fortunately result in a strong signal in either / both of 
the electron-side or hole-side outer guard channels and are rejected. The hole-side 
radial cut shows a fiducial volume region whose shape is largely determined by 
fringing fields, whereas the electron-side radial cut shows a region whose shape is 
largely determined by the electron transport oblique to the local field. 

The fiducial volumes are described in Table [T[ where a germanium density of 
5.35 g cm -3 was used to compute the mass and the detectors were assumed to be 
cylindrical (no mass was removed for alignment flats). There are two striking and 
counter-intuitive findings of these Monte Carlo runs. The first is that the [111] ori- 
ented crystals are no better than the [100] variety. While it is true that the electron 
transport trajectories are different, the outer radius fiducial cut is selected by hole 
transport trajectories. The charge symmetry cut is weakly affected by the electron 
transport trajectories but only weakly, leading to comparable fiducial volumes in 
the two crystal orientations. The second unexpected result is that a decrease in the 
radius of the copper can surrounding the germanium leads to an increased fidu- 
cial volume. In this geometry, events at mid elevation are directed into the inner 
ionization channel by the large fringing fields. 

3 Conclusions 

A detailed charge MC of CDMS detectors in various geometry and crystal ori- 
entations has shown that [100] oriented crystals have fiducial volume comparable 
to those of the more expensive [111] variety. Furthermore, the fiducial volume 
increases for a decreased germanium-copper ground can spacing in the radial di- 
rection. 
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Table 1 Detector geometries and crystal orientation and germanium-copper ground can radial 
spacing tested in Monte Carlo along with the resulting fiducial volumes after radial and symme- 
try cuts are applied. The crystal orientation refers to the crystal symmetry axis that points along 
the detector's longitudinal axis. 
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Charge Signal Amplitude Before Fiducial Cuts 
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Fig. 3 Charge signal amplitude for 10,000 events randomly distributed in a 100 mm diameter, 
33.33 mm thick germanium detector with [100] orientation. The point represents the location 
of energy deposition and the color indicates the charge signal amplitude. The top plot is before 
any cuts, the middle three plots for three independent cuts and the bottom plot after the cuts are 
applied. For an event to be removed by the radial cut, it must fail both the electron and hole 
radial cuts. 



